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Abstract. Cavity enhanced methods in absorption spec-
troscopy have seen a considerable increase in popularity dur-
ing the past decade. Especially Cavity Enhanced Absorp-
tion Spectroscopy (CEAS) established itself in atmospheric
trace gas detection by providing tens of kilometers of effec-
tive light path length using a cavity as short as 1 m. In this
paper we report on the construction and testing of a com-
pact and power efficient light emitting diode based broad-
band Cavity Enhanced Differential Optical Absorption Spec-
trometer (CE-DOAS) for in situ observation of atmospheric
NO3. This device combines the small size of the cavity with
the advantages of the DOAS approach in terms of sensitiv-
ity, specificity and insensivity to intensity fluctuations of the
light source. In particular, no selective removal of the an-
alyte (here NO3) is necessary for calibration of the instru-
ment if appropriate corrections are applied to the CEAS the-
ory. Therefore the CE-DOAS technique can – in principle –
measure any gas detectable by DOAS. We will discuss the
advantages of using a light emitting diode (LED) as light
source particularly the precautions which have to be consid-
ered for the use of LEDs with a broad wavelength range. The
instrument was tested in the lab by detecting NO3 formed
by mixing of NO2 and O3 in air. It was then compared to
other trace gas detection techniques in an intercomparison
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campaign in the atmosphere simulation chamber SAPHIR at
Forschungszentrum Jülich at NO3 concentrations as low as
6.3 ppt.
1 Introduction
Optical absorption spectroscopy is commonly used for trace
gas analysis in ambient air since it is a direct, in situ, non-
invasive approach to quantify concentrations of gaseous trace
species and aerosol. Every absorption spectroscopy method-
ology makes use of the Lambert-Beer’s law:
I (λ)=Iin(λ)·exp[−σ (λ)·c·L] = Iin(λ)·exp[−α(λ)·L] (1)
WhereIin(λ) and I (λ) are the light intensity of the source
and the intensity after the light has propagated the distanceL
through an absorbing medium, respectively. The absorbing
medium has the absorptivityα(λ), which is represented by
a concentrationc of an absorber with the absorption cross
sectionσ (λ).
By the application of cavity enhanced light paths in ab-
sorption spectroscopy of atmospheric trace gases the detec-
tion limits were successfully lowered to sufficient values be-
cause the signal increases with the length of the light path
L. L0 is the average length of a light path of a photon in-
side an empty resonator consisting of two highly reflective
mirrors of reflectivityR separated by the distanced0. L0 has
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to be interpreted as the average light path over all photons
or partial rays propagating inside an evacuated resonator be-
fore they leave it by passing one of the mirrors (Fielder et al.,





The mirror reflectivity is commonlyR ≈ 0.999...0.999985
providing a light pathL0 ≈ 1. . . 60 km suitable for a detec-
tion limit of α ≤ 1×10−9 cm−1 or below.
There are two basic approaches for cavity enhanced spec-
trometry relying on a pumped optical resonator: (1) Cav-
ity Ring-Down Spectroscopy (CRDS) measures the decay of
light intensity leaking from the resonator after switching off
the pump and therefore is a time dependent measurement.
(2) Cavity Enhanced Absorption Spectroscopy (CEAS) mea-
sures the transmittance of the resonator by recording the
leak-out intensity. Both techniques are reviewed e.g. by Ball
et al. (2003) and Brown (2003).
In Cavity Ring-Down Spectroscopy, the change in the 1/e
decay time of the resonator is measured to determine the ab-
sorbanceα of a sample. This is an elegant calibration free ap-
proach, but the decay time of the empty resonator (which is
directly linked to the mirror reflectivityR) has to be known.
So there is the problem of removing the absorber, which
might be disadvantageous in field use. One approach is to re-
move the analyte by titration and to monitor the correspond-
ing change in decay time. The second approach is to use two
detection channels: one at the centre of an absorption line
and the other at a region of the spectrum where the absorp-
tion line is weak. Both approaches are markedly vulnerable
to the background extinction and thus only feasible with a
very limited number of species of atmospheric interest.
A further improvement was the introduction of Broad-
band CRDS (BB-CRDS) in 2001 (see review of Ball et al.,
2003). This technique provides wavelength resolved absorp-
tion spectra, which can be analyzed by fitting routines known
from the established Differential Optical Absorption Spec-
troscopy (DOAS) as introduced by Platt and Perner (1980).
A parallel development was the continuous wave opera-
tion of the resonator, first introduced as Cavity Enhanced
Absorption Spectroscopy (CEAS) by Engeln et al. (1998).
This approach takes advantage of the extension of the absorp-
tion light path within the resonator similar to White (White,
1942) or Herriot (Herriot et al., 1965) cells. CEAS uses the
integrated leak-out intensity of a beam propagating between
two highly reflective mirrors. The absorption coefficientα
within the cavity can be related to the leak-out intensity once
the amount of light transmitted by the empty resonator and
the mirror reflectivity is known. With some basic approxima-










Here I0 and I are the intensities transmitted through the
empty resonator (i.e. filled with pure, synthetic air) and
the resonator with an absorbing species inside, respectively.
Note that the determination does not rely on the knowledge
of the intensityIin coupled into the resonator, but this method
is very sensitive to intensity fluctuations of the light source
if they occur between the measurement ofI0 andI . Platt et
al. (2009) have recently shown corrections for this approxi-
mate formula derived by Fiedler et al. (2003), which are nec-
essary since there is a non-linear dependency between mea-
sured intensity and absorber concentration for high concen-
trations. For broadband techniques it is important to note that
all parameters in Eq. (3), exceptd0, are wavelength depen-
dent quantities.
With the development of the incoherent broad-band CEAS
(IBB-CEAS) by Fiedler et al. (2003), trace gas analysis with
CEAS became feasible. As in BB-CRDS, a wavelength re-
solved absorption spectrum is obtained from Eq. (3). Col-
umn densities of the absorbing trace species are then deter-
mined by differential fitting which is the well known DOAS
approach (Platt et al., 1980). Langridge et al. (2006) were
the first group to point out the advantage of the application
of cavity-based techniques allied to the DOAS methodol-
ogy for in situ measurements using a compact instrument,
but corrections for the DOAS data analysis were not applied
in their work. For the retrieval of concentrations from col-
umn densities the loss factor of the resonator (represented
by R in Eq. (3) or theL0 in Eq. 2) has to be determined.
Broadband devices either rely on separate measurement of
the empty cavity or simultaneously determine the absorp-
tions of absorbers with known concentrations (e.g. H2O, O2,
O4, Platt et al., 1980) as it was introduced in 2004 for DOAS
approaches (Ḧonninger et al., 2004). In the past five years a
wide spectrum of derivatives of the IBB-CEAS method has
been developed (e.g. BBCEAS, Langridge et al., 2006, SC-
CEAS, Langridge et al., 2008), W-ICOS, Thompson et al.,
2006). They mainly differ in the way of determination of the
absolute absorber concentration. In this contribution we use
the most direct way to define the light pathL0 by employing
CRD parallel to recording broadband transmission spectra in
order to achieve absolute absorber concentrations. The the-
oretical background of this procedure is discussed in great
detail in a corresponding theory paper (Platt et al., 2009).
A complete discussion of the different DOAS approaches
in atmospheric science is discussed in (Platt and Stutz, 2008).
In comparison to the single wavelength approach particular
advantages of the DOAS approach (Platt et al., 1980) in-
clude very high sensitivity and selectivity of the measure-
ment. Both properties are owed to the simultaneous record-
ing of the intensity transmitted by the cavity at many different
wavelengths, allowing the detection of very weak absorption
bands (optical densities of 10−3 or below). By separating
narrow-band “differential” absorption structures due to trace
gas molecules from intensity changes which are smoothly
varying with wavelength, like changes in mirror reflectiv-
ity or Mie scattering from aerosol, the latter effects can be
eliminated. The recorded spectra usually encompass several
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absorption bands of the trace species of interest, thus detec-
tion becomes very specific and reliable. In fact, even over-
lapping absorption structures of several species can usually
be de-convoluted, which is impossible with the single wave-
length approach. Numerous examples of applying this proce-
dure in field measurements are reported in the literature and
are summarized in (Platt and Stutz, 2008). As a consequence,
no selective removal of the trace gas of interest (by e.g. titra-
tion) is required, which allows universal application of our
technique in field and laboratory measurements of all trace
gases measurable by DOAS, including NO2, SO2, halogen
oxides and aromatics (e.g. Platt et al., 1980; Platt and Stutz,
2008). Moreover, due to the fact that effects of aerosol scat-
tering can be relatively easily removed, measurements in the
open air are possible. Here, we confine ourselves to mea-
surements where the aerosol extinction has no significant in-
fluence. The corrections which have to be applied for aerosol
extinction are described elsewhere (Platt et al., 2009).
We present here an easy to use cavity enhanced spectrom-
eter, especially designed for the detection of NO3 and di-
rect use in combination with classical DOAS instruments.
This results in a robust and cost-efficient device for field
use comparable to Mini-MAX-DOAS devices (Hönninger,
2004). We build a device capable to detect NO3 in the pptv
regime since there is still uncertainty associated with the
chemistry of this molecule although it was discovered almost
three decades before (Platt et al., 1980; Noxon et al., 1980).
For instance heterogeneous reactions of N2O5 (Brown et al.,
2006) influence the atmospheric lifetime of NO3, also NO3
was shown to show strong gradients close to the ground (e.g.
Geyer and Stutz, 2004; Brown et al., 2007), moreover NO3
has been found to play a role in nighttime HOx radical for-
mation (e.g. Platt, 1990). In order to test our new data anal-
ysis approach we took part in an appropriate intercompar-
ison campaign (Dorn et al., 2010). There, our device was
compared to other cavity enhanced systems and alternative
approaches for trace gas detection and showed good perfor-
mance compared to established instruments. The scope of
our work is to join the relatively new concept of broadband
CEAS with the well-established DOAS approach and there-
with make the comprehensive expertise developed within the
DOAS community available to this technique. There are dif-
ferent ways of evaluating broadband CEAS data, which all
have particular drawbacks and advantages. Here we will give
the community using DOAS fitting software a tool which al-
lows them to stay with their known systems. For consistency
in our nomenclature we call this approach Cavity Enhanced
DOAS (CE-DOAS).
2 Experimental
The instrument (see Fig. 1) consists of a LED as a light
source, a resonator formed by two highly reflective mirrors
(M1, M2), a fiber coupler to collect light leaking through mir-
ror M2 and either a fiber coupled photomultiplier (PMT) or
a fiber coupled spectrograph with a charge coupled device
(CCD) camera for time resolved or wavelength dispersed
measurements respectively. As detailed in the text below,
the light source is driven by a function generator in combi-
nation with a HF amplifier or by a constant current source,
depending whether time resolved ring-down measurements
or wavelength dispersed intensity measurements are desired.
The use of a LED offers considerable advantages with re-
spect to size, complexity and robustness. Previous instru-
ments either suffer from a bulky light source like a pulsed
laser source (e.g. Ball et al., 2001), a dye laser system (e.g.
Ball and Jones, 2003; Brown, 2003) or a Xe-Arc lamp (e.g.
Hamers et al., 2002; Fiedler et al., 2003) or they used inex-
pensive and small diode lasers. If highly coherent (and hence
narrow-band) laser sources are used, large intensity fluctua-
tions can occur because the laser emission profile only over-
laps with a few cavity modes. Broad-band light sources, like
many conventional laser diodes and light emitting diodes,
have short coherence lengths thus avoiding intensity fluctu-
ations, because a large number of cavity modes are excited
simultaneously. As some other authors did before (e.g. Ball
et al., 2004), we utilized the rapid improvement of the light
emitting diode (LED) technology. LEDs are cheap, light
weight, and sufficiently stable in emission to be used for ab-
sorption spectroscopy. Conveniently, their emission band-
width is similar to the wavelength range of typical high re-
flective mirrors. Furthermore the need for mode matching,
off-axis alignment or dithering the frequency space of the
optical resonator is avoided by the incoherent emission of
the LED (e.g. Simpson, 2003; Paul et al., 2001; O’Keefe
et al., 1999, respectively). The performance of LED driven
instruments is still limited by their surface luminance, even
thought it has increased by orders of magnitudes in recent
years. Spuler and Linne (2002) gave a comprehensive dis-
cussion of the stability of a beam propagating in an optical
cavity. For the investigation of the coupling efficiency of
light emitted from a LED into an optical resonator, we used
ray transfer matrix analysis. Rays of different radial offset
and tilt passing the planar outer and the curved inner surface
of the mirror and subsequently propagating inside the res-
onator are calculated for the dimensions of our optical cav-
ity. A periodically repeating path of the rays was typically
found for less than 100 round trips inside the cavity. We
define an optical path as stable, when the ray is still inside
the cavity after 250 round trips and periodicity of the path is
observable. By these ray tracing simulations we found, that
for stable trapping of a light beam in our optical resonator,
its input beam divergence has to be smaller than 0.5 mrad.
One can easily estimate under these conditions that the LED
radiating area actually imaged into the resonator is of the or-
der of 200×200 µm. This is probably one reason why many
authors report a poor coupling efficiency (Ball et al., 2004).
It is therefore not essential to use a high total power LED,
which gains its power not from high surface luminance but
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Figure 1. Schematic diagram of the LED/SLD-based experimental setup used for CE-DOAS. 2 
L1 and L2: lenses; M1 and M2: high reflectivity dielectric mirrors with R  0.99998 at 655 nm; 3 
Filter: Schott RG610 3mm. 4 
5 
Fig. 1. Schematic diagram of the LED/SLD-b sed experimental setup used for CE-DOAS.L1 andL2: lenses;M1 andM2: high reflectivity
dielectric mirrors withR ≈ 0.99998 at 655 nm; Filter: Schott RG610 3 mm.
rather from a large emitting area. For the wavelength region
required, the LED TO3A4-H660-180 (Roithner Lasertech-
nik GmbH, Austria) was found to perform well. At 25◦C
this LED has sufficient surface luminance of 65 mW/mm2, its
emission spectrum exhibits a nearly Lorentzian shape peak-
ing at 665 nm with a width of 23 nm (FWHM) and shows
little etalon structure, which is essential for differential fit-
ting.
In this setup, the most effective coupling of the LED light
in and out of the resonator was achieved by placing the res-
onator in between two lens optics (L1 = L2: f = 40 mm, see
Fig. 1). No modification of the LED and no fiber optics are
required with this setup. The emission spectrum of the LED
covers not only the 662 nm band, where the measurement
is performed, but also the 624 nm absorption band of NO3
which is vulnerable to photolysis. Therefore a 3 mm RG610
(Schott, Germany) filter was inserted between the resonator
and the light source. The total optical net power at the outer
surface of the inlet mirrorM1 was determined to be about
150 µW. Thus the reduction of the NO3 concentration in the
resonator due to photolysis should be completely negligible.
While all LEDs show a shift in peak wavelength with
changing temperature, some LED spectra additionally con-
tain super-imposed periodic structures caused by a Fabry-
Perot etalon effect. The wavelengths at which constructive
interference occurs are dependent on the thickness and re-
fractive index of the layers of different materials inside the
LED. Because these properties are temperature dependent
themselves, the etalon structure changes its spectral position
with changing temperature (Kern et al., 2006). A highly sta-
ble temperature and emitter current control device was used
to minimize shifts in the etalon structure of the LEDs thereby
providing a light source well appropriated for differential fit-
ting analysis. For ring-down measurements, a function gen-
erator (Model 7060 Generator, Exact Electronics Inc., ORE,
USA) was used to trigger a UHF transistor (2N3733) which
was interconnected between the current source and the LED.
With this setup the edge steepness of the LED light pulse was
<0.8 µs at a repetition rate of 770 Hz.
The resonator consisted of two high reflective mirrors (Los
Gatos Research, Inc., USA) with a nominal reflectivity of
99.9985% at 655 nm, 25.4 mm diameter and 1 m radius of
curvature. The lengthd0 of the cavity was 620 mm. A frac-
tion of this distance between the mirrors was required for a
mirror purge system realized by a counter flow of dry, filtered
air (see Fig. 1). It was dimensioned to leave an effective ab-
sorption path lengthdeff=(500±12) mm. The characteristic
of the flow inside the cavity was optimized by means of com-
putational fluid dynamic (CFD) calculations (ANSYS-CFX,
ANSYS, Inc., USA). Typical optical path lengths achieved
in the given resonator were between 15 and 20 km. This
is a somewhat lower value than expected from the nomi-
nal mirror reflectivity, which yields a light path in the re-
gion of 40 km. Rayleigh scattering of N2 reduces the max-
imum possible light path to a value of about 30 km in this
configuration (σN2(662 nm)∼2.2×10
−27 cm2; Sneep et al.,
2005). There is still an apparent additional absorbance of
aboutα=2×10−7 cm−1 which indicates degraded mirror sur-
faces. As the optimal light path for our application is in the
region of 12 km anyhow, (see Sect. 3.2), we did not try to
optimize the mirror reflectivity.
The alignment of the resonator was checked with a CCD
camera (SensiCam, PCO imaging) equipped with a 25 mm
video lens (Cosmicar/Pentax TV-Lens, 25 mm, 1:1.4). When
the image at the output mirror surface was a well defined
circle with maximized diameter, transmission was best. This
alignment of the lenses corresponds to a focal plane centered
between the two mirrors, as described by other authors before
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(Fiedler et al., 2007). The exit beam diameter in the focal
plane ofL2 was measured with the CCD camera to be about
1.6 mm. An optical fiber (d=400 µm,NA=0.2) was placed in
the focal spot to guide the light into the detection unit.
For time resolved measurements the cavity output was
guided into the PMT (H5783-01, Hamamatsu Photonics Ger-
many GmbH, Hersching) which was operated in continu-
ous current mode. The current was amplified by a fast cur-
rent to voltage amplifier (DLPCA 200, FEMTO Messtech-
nik GmbH, Berlin) and digitized by a fast digital oscillo-
scope (DAQSCOPE PCI-5102, National Instruments Ger-
many GmbH, M̈unchen). Data recording and processing was
managed by LabView software (LabView 8.2, National In-
struments Corporation, USA).
Wavelength dispersed measurements were performed with
a Czerny Tuner spectrograph (USB 2000, Ocean Optics, Inc.,
USA) equipped with a CCD array (Sony ILX 511 linear sil-
icon CCD array, 2048 pixels) with a spectral resolution of
1.06 nm (ca. 6.5 pixel at FWHM) to acquire the spectra. The
acquisition rate was limited by exposure and readout time to
approximately 1 min−1. Optical bench and detector of the
spectrograph were cooled down to approximately 0◦C in a
Mini-DOAS housing (see Ḧonninger et al., 2004). While
taking the spectra, the exposure time was varied automati-
cally to reach constant modulation amplitude for each spec-
trum. Typically, the exposure time was about 60 s. The spec-
tra are handled and evaluated by using the DOASIS software
(Kraus, 2006). For future experiments we plan to enhance the
overall performance and temporal resolution using a more
sensitive spectrometer with faster readout electronics, more
efficient fiber coupling at the exit of the resonator and a more
powerful light source (see Sect. 5).
Modification for operation in the SAPHIR chamber
Since NO3 is a very unstable radical, inlet losses on sam-
ple line and cavity housing can potentially cause substan-
tial errors in absolute concentration. Therefore the resonator
was placed directly inside the SAPHIR chamber without any
tube or housing between the mirrors (open path configura-
tion). This possibility is one of the inherent advantages of
the CE-DOAS method. The mirrors were purged by 5 l/min
synthetic air to avoid degradation of the reflectivity during
the measurement. A fan placed besides the cavity ensures
sufficient circulation of fresh sample air between the mirrors
and avoids dilution of the analyzed air due to the purge flow,
a prerequisite which presumably would not be necessary in
the field due to the always present motion of the air. The
LED-light source was directly attached to the resonator in-
side the chamber but the detection system was kept outside
the chamber and was connected to the resonator via a 5 m
long quartz fiber (D=400 µm,NA=0.22).
3 Data evaluation
Data evaluation was performed in two steps:
1. Determination of the distance the light travels inside the
empty resonator (optical path lengthL0). This can be
achieved by measuring the attenuation constant of the
ring-down signal when the cavity is purged. This pro-
cedure is described in detail in Sect. 3.1.
2. Determination of the optical densitiesDCE of the differ-
ent absorbers in the resonator, which is achieved by dif-
ferential fitting. Absorber concentrationsc can be cal-
culated fromL0 andDCE including pressure and tem-
perature by the ideal gas law. This procedure is de-
scribed in Sect. 3.2.
3.1 Determination of the optical path lengthL0
For determination of the optical path length the cavity was
flushed with dry filtered nitrogen in laboratory use and with
synthetic air during an intercomparison campaign detailed
below. We assume that finite reflectivity and Rayleigh scat-
tering by nitrogen were the only processes acting to attenuate
light within the cavity. 1000 ring-down events were recorded
and averaged to reduce noise of the measured intensity de-
cay of the resonator. A mono-exponential function was fitted
to this decay (see Fig. 2, dashed line). In Fig. 2 a typical
ring-down event with total acquisition time of 1.3 s is shown.
In order to improve statistics of the resulting fit factors, this
procedure was repeated 600 times and the fit factors were
subsequently averaged for the determination of the optical
path length of the empty resonator.
Figure 2 shows the nonlinearity of the logarithm of the
ring-down signal due to the summation of varying light paths
at different wavelengths covered by the LED emission spec-
trum. Since the reflectivity of the mirrors peaks at 655 nm
and decreases substantially at the edges of the emission spec-
trum of the light source, the distance light travels between
the mirrors depends considerably on wavelength. This ef-
fect becomes even more pronounced, when an absorber with
an absorption line narrower than the LED emission spectrum
is inside the resonator. In these cases, a simple exponential
fit is not suitable for the determination of the light path any
more. The time dependent signalS(t) has to be modeled by










WhereI0 is the transmitted intensity atS(t =0), and I (λ)
is the normalized emission spectrum of the LED,τ (λ) is a
wavelength dependent time constant given by the wavelength
dependent mirror ReflectivityR(λ) andb is a baseline (from








(α(λ) ·deff +|lnR(λ)|) · t
]
dλ+b (4b)
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Figure 2. Ring-down signal averaged from 1000 cycles. Small dots: measurement data. Solid 3 
line: simulation result from eq. (4.2). Dashed line: single-exponential fit (5 – 75 µs). Lower 4 
panel: fit residual of multi-exponential fit. Note non-linear decay of Log(I/I0). 5 
6 
ig. . Ring-down signal averaged from 1000 cycles. Small dots:
m as rement data. Solid line: imulatio result from Eq. (4b).
Dashed line: single- xponential fit (5–75 µs). Lower panel: fit
residual of multi-exponential fit. Note the non-linear decay of
Log(I/I0).
Wherec is the speed of light,α(λ) is the wavelength depen-
dent absorption coefficient,d0 anddeff are the separation of
the mirrors and the absorption path length, respectively (see
Fig. 1). Note, that this equation accounts for the wavelength
dependence of the mirror reflectivityR(λ). We performed
simulations for an empty resonator (α(λ)=0). Equation (4b)
can be used for the simulation of a ring down event at each
wavelength interval based on the appropriate value ofI (λ)
(taken from Fig. 3) but without an absorbing speciesα(λ).
The simulation results in a multi exponential decay for a sig-
nal integrated over all wavelength. For an integration range
from 630 nm to 690 nm and an offsetb of 10% representing
stray light the signal decay shown in Fig. 2 is well repro-
duced by the simulation. Since the reflectivity of the mirrors
is a priory unknown, we fittedR(λ) given by the manufac-
turer with a constant scaling factor to the data in order to
reproduce the decay shown in Fig. 2. The resulting effec-
tive reflectivity corrects for resonator losses slowly varying
with wavelength (e.g. Rayleigh scattering and mirror degra-
dation; see Platt et al., 2009). We found that fitting a mono-
exponential function between 5 µs and 75 µs to the signal of
the empty cavity gives a good estimate for the reflectivity at
660 nm (see Fig. 2). This method provides a simple and suffi-
ciently accurate way to determine a wavelength independent
L0 for the use as a path length in the DOAS retrieval with
an uncertainty of about 3%. Note that this procedure of cal-
ibrating the ring down fit may be different with other mirror
– lamp – absorber combinations.
Despite of the fact, that the mean optical path lengthL0 is
wavelength dependent in every optical resonator with wave-
length dependent mirror reflectivityR(λ), for CE-DOAS the
 29
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Figure 3. Transmitted intensity of the resonator: Integration time 10 x 5 s. The dotted line 3 
shows the transmitted intensity of the empty cavity, which is the LED emission spectrum 4 
folded by the mirror transmission. The solid line was recorded with approx. 0.3 ppbv NO3 and 5 
810 ppbv NO2. The dashed line is the transmissivity of the high reflective mirrors as specified 6 
by the manufacturer. 7 
 8 
9 
ig. . Transmitted intensity of the resonator: integration time
10×5 s. The otted line shows the transmitted intensity of the empty
cavit , which is the LED emission spectrum folded by the mirror
transmission. The olid line was r cord d with approx. 0.3 ppbv
NO3 and 810 ppbv NO2. The dashed line is the transmissivity of
the high reflective mirrors as specified by the manufacturer.
mean optical path length has to be known only at the wave-
length were the absorption feature of the target species is
strongest. In long path DOAS, a column density is retrieved
from the signal. The concentration of the absorbing species
can be calculated as the ratio of column density and light
path length. Since the reflectivity of the mirrors varies with
wavelength, the length of the light path varies accordingly
(see Eq. 4b).
3.2 Differential broadband absorption
DOAS makes use of Lambert-Beer’s law (Eq. 1) to deter-
mine the average trace gas concentrationc. Radiation with
the initial intensityIin(λ) is emitted by the source,I (λ) is the
radiation intensity after passing through a layer of thickness
L, where the absorber is present. The quantityσ(λ) denotes
the absorption cross section as function of wavelengthλ.
As the radiation propagates through air, its intensity is re-
duced through the absorption of a specific trace gas. How-
ever, it also undergoes extinction due to absorption processes
by other trace gases, and scattering by air molecules and
aerosol particles. The finite transmissivity of the instrument
will also decrease the light intensity. Therefore the simple
Lambert-Beer’s law (Eq. 1) has to be expanded to consider
the various factors that influence the radiation intensity. The
absorption of several trace gases with concentrationcj and
absorption cross sectionsσ j (λ), Rayleigh and Mie extinc-
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In order to determine the concentration of a particular trace
gas it would be necessary to quantify all other factors influ-
encing the intensity. While previous CEAS and CRDS exper-
iments selectively removed the absorber from the light path
this does not appear practical in many cases.
The application of Differential Optical Absorption Spec-
troscopy overcomes this challenge by using the fact that
aerosol extinction processes, instrumental effects, and many
trace gas absorptions show very broad or even smooth spec-
tral characteristics. Certain trace gases, however, exhibit nar-
row band absorptions structures. The foundation of DOAS is
thus to separate broad and narrow band spectral structures in
an absorption spectrum in order to isolate these narrow trace
gas absorptions (Platt et al., 1980). The broad spectrum is
then used as a new intensity spectrumI ′in(λ), and Lambert-
Beer’s law can again be applied to the narrow band trace gas
absorptions. Accordingly, we split the absorption cross sec-
tion:
σj (λ) = σj0(λ)+σ
′
j (λ) (6)
σ j0 in Eq. (6) varies “slowly” with the wavelengthλ, for in-
stance describing a general “slope”, such as that caused by
Rayleigh and Mie scattering, whileσ ′j shows rapid varia-
tions with λ, for instance due to an absorption band. The
division between “rapid” and “slow” variations is ambigu-
ous and depends on the observed wavelength interval and
the width of the absorption bands to be detected. Inserting
Eq. (6) into Eq. (5) we obtain:






















The first exponential function in Eq. (7) describes the effect
of the structured “differential” absorption of a trace species,
while the second exponential (includingT(λ)) constitutes
the slowly varying absorptions, as well as the influence of
Rayleigh and Mie scattering (however the influence of broad-
band absorptions onL does need to be taken into account as
we have shown in the corresponding theory paper (Platt et al.,






























j (λ) ·cj (9)
The intensityI ′in(λ) is derived by suitable high-pass filtering
of the measured intensityI (λ). The corresponding differen-
tial absorption cross sectionsσ ′j (λ) are determined by ap-
plying the same high-pass filter toσ j (λ), which in turn are
measured in the laboratory (i.e. usually taken from the liter-
ature). The terms of the left hand side of Eq. (9) are mea-
sured, and then the atmospheric trace gas concentrationscj
are derived from a least squares fit. A separation of the differ-
ent absorptions contributing to the sum in equation Eq. (9) is
possible because the structures of the trace gases are unique,
like a fingerprint.
The practical determination of the optical density was
done in the following way: first reference spectraI0 were
taken in absence of any absorber and scattering particles (i.e.
the cavity was flushed with purified air). After that, measure-
ment spectraI (λ) were taken with absorber and particles. In
order to determine the differential absorption features of the
trace gases the logarithm of the quotient of both spectra was
taken (ln(I0/I )). Literature reference spectra of the present
trace gases were fitted to these differential structures of the
measured spectra. The column densities of the fitted refer-
ence spectra were determined by a least squares fitting rou-
tine. A detailed description of this evaluation procedure is
given in Platt and Stutz (2008).
While this formalism works well for long-path (active)
DOAS applications, important modifications are required for
its application for CE-DOAS. The problem is the dependence
of the light path on the trace gas absorption. This can be clari-
fied by considering a situation with mirrors of infinitely good
reflectance (R=1) and vanishing extinction by species other
than the trace gas to be measured. In this case the loss fac-
tor of the cavity and thus the effective light path lengthLeff
would only be weakly dependant on trace gas concentration
c (see Appendix A). We conclude that too high mirror reflec-
tivities (i.e. situations where the losses in the resonator are
dominated not by the mirror reflectivity but by the absorp-
tion of the trace gas to be measured) can make (sometimes
considerable) corrections for the reduction ofL0 due to trace
gas absorptions necessary. The required corrections are de-
scribed by Eq. (10), the justification of which is detailed in
the corresponding theory paper (Platt et al., 2009). More-
over, in order to calculate the optimal mirror reflectivity for a
CE-DOAS instrument, the effect of the trace gas absorption,
dependent light path length, has to be taken into account.
True NO3 concentrations̄c can be calculated from the opti-
cal densitiesDCE considering the light path reduction caused
by the optical density itself and the uncorrected concentra-






This correction is crucial in all cavity enhanced approaches
and in our measurement can amount up to 15% for NO3 con-
centrations around 300 pptv.
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The reduction of the light path is not only caused by the
target species itself, which can be corrected by Eq. (10), but
also by extinction caused by varying concentrations of back-
ground aerosol and trace gases with spectrally broad and
structure-less absorption. Depending on the measurement
principle, there are different approaches to cope with this
problem: (1) in single wavelength CRD or CEA one has to
remove the aerosol by filtering the analyte and additionally
remove all trace gas species by titration, thermal decomposi-
tion or photolysis to measure the absolute zero signal. Espe-
cially filtering the analyte has the severe drawback that un-
stable species, e.g. NO3, may be lost. In multi wavelength or
broadband approaches, there are three possibilities to solve
the problem: (2) filtering of the analyte to achieve a direct
measure of the absorption without any scattering. (3) Titra-
tion, thermal decomposition or photolysis to remove all trace
species for a background which can be subtracted from the
signal. (4) Relation of the concentration of the trace species
to a known concentration of other absorber e.g. O2, 4 or
H2O. In this case one can easily determine the aerosol ex-
tinction additionally.
4 Results
This section presents the results of proof of principle mea-
surements performed on gas phase absorbers in the labora-
tory and at the intercomparison campaign in the SAPHIR at-
mosphere simulation chamber. Laboratory measurements on
NO2/NO3 mixtures are shown first to demonstrate the suffi-
cient spectral coverage of the instrument.
4.1 Laboratory measurements
NO3 was synthesized in a continuous flow reactor in the reac-
tion sequence NO+O3→NO2+O2 and NO2+O3→NO3+O2
(Atkinson et al., 2004). In order to achieve a com-
plete NO to NO3 reaction, we mixed a small frac-
tion of NO (∼15±1 ppmv) with a large quantity of O3
(∼350±100 ppmv) from an electrical discharge ozonizer in
a constant flow of dry, filtered air at room temperature. The
reaction occurred in a light sealed reaction chamber to avoid
decomposition of the NO3 due to photolysis. Reaction cham-
ber and absorption chamber were made of glass and were
connected by a 50 mm long Teflon tube. Tube and the ab-
sorption chamber were shielded from ambient light as well.
The residence time in the reaction and absorption chamber
were 15 s and 60 s, respectively. In spite of these precau-
tions, NO2 was always detectable in the absorption chamber.
A typical CEAS spectrum is shown in Fig. 3. The transmitted
intensity with and without an absorber inside the resonator is
depicted and compared to the transmission characteristics of
the mirrors (data provided by the manufacturer). The 662 nm
absorption band of NO3 is located in the center of the LED
emission spectrum and completely in the high reflecting re-
gion of the mirrors. Figure 4 shows the feasibility to detect
NO3 in the presence of a large background of O3. Concen-
trations of (360±90) ppt NO3 in (5±0.9) ppm O3 can be
estimated roughly by using Eq. (3) withL0=11.72 km and
onlinear least-squares fit to the absorption coefficient:
a(λ) = nO3 ·σO3 (λ)+nNO3 ·σNO3 (λ)+T (λ) (11)
In Eq. (11) the number densitiesnO3 andnNO3 [cm
−3] are
fit parameters.σO3(λ) andσNO3(λ) are taken from the liter-
ature forT =293 K andT =294 K respectively (UV-VIS Ab-
sorption Spectra of Gaseous Molecules and Radicals:http:
//www.atmosphere.mpg.de/enid/2295/, accessed: 2 Novem-
ber 2007.), andT(λ) is a polynomial representing instrumen-
tal effects. The residual is mainly caused by NO2 and water
absorption and nonlinear effects of the light source and de-
tection unit.
4.2 Intercomparison measurements in the SAPHIR
chamber
In order to demonstrate its ability to detect NO3 under more
realistic conditions, the instrument took part in an N2O5/NO3
intercomparison campaign at the SAPHIR atmosphere sim-
ulation chamber at the Forschungszentrum Jülich. The goal
of this campaign was to detect sub 100 ppt concentration of
NO3 in the presence of water, aerosol and other trace gases.
The CEAS instrument was placed directly inside the
chamber to avoid inlet losses. Under these conditions, an
effective absorption path length of about 8500 m was deter-
mined by measuring the ring-down signal when the chamber
was filled with synthetic air only. The path length was found
to vary only slightly from day to day (2.5% RMS) and there-
fore was determined prior to each experiment. The estimated
uncertainty was<3%. During the experiment, spectra were
acquired with a rate of 1 min−1 by the Mini-DOAS spec-
trometer described in Sect. 2. The exposure time typically
was about 60 s but was varied automatically to reach con-
stant illumination for all spectra. The data are handled and
evaluated by using the software DOASIS (Kraus, 2006). For
maximum data reliability, we defined two criteria when the
data has to be discarded: first, when the background signal
was dominating due to increased scattered light e.g. caused
by an opened roof of the chamber. Second, when the fan in-
side the chamber was turned off, since than the purge flow
and wall effects diluted the trace gas concentration between
the mirrors in an unpredictable way.
Figure 5 shows raw data recorded from the spectrome-
ter. To obtain low noise background spectra (I0) a total of
572 spectra were recorded, scaled and averaged overnight
(Fig. 5a). During experiment, five subsequent spectra (I )
were averaged to maintain sufficient temporal resolution
(Fig. 5b). Figure 6 demonstrates how the concentrations are
determined by differential fitting to a broadband spectrum
smoothed by a low pass filter. The fit shows a good match
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Figure 4. Detection of NO3 in a large background of O3 in air. The solid line shows the 2 
absorption coefficient of the samples calculated by conventional CEAS means from a data set 3 
as shown in Fig. 3. The offset is due to absorption of ~5 ppm Ozone in the cavity (dotted, 4 
red). The NO3 peak is due to a concentration of ~360 ppt (dotted, blue). Residual (mainly 5 
from NO2, grey). This rough estimation of concentration based on Eq. 3 and Eq. 10 coincides 6 
with the DOAS analysis results. There was no polynomial used in the fit to avoid co-variation 7 
possible with the ozone signal.  8 
9 
Fig. 4. Detection of NO3 in a large background of O3 in air. The
solid line shows the absorption coefficient of the samples calculated
by conventional CEAS means from a data set as shown in Fig. 3.
The offset is due to absorption of∼5 ppm Ozone in the cavity (dot-
ted, red). The NO3 peak is due to a concentration of∼360 ppt (dot-
ted, blue). Residual (mainly from NO2, grey). This rough estima-
tion of concentration based on Eq. (3) and Eq. (10) coincides with
the DOAS analysis results. There was no polynomial used in the fit
to avoid co-variation possible with the ozone signal.
to the data in the region of high mirror reflectivity (635–
680 nm). The concentration retrieved from this spectrum was
cNO3=(631±5) pptv. The uncertainty given here is the 1σ
statistical error associated with the spectral fit. NO2 was not
detectable on this experiment day.
Figure 7 shows time series for NO3 concentrations during
one experiment day. NO2 and O3 were injected into the light
sealed chamber to synthesize a certain amount of NO3. Once
the designated concentration was reached, the light shield
of the chamber was opened to destroy the NO3 by photol-
ysis (solid bars in Fig. 7). Such photolysis experiments were
repeated several times at different concentrations, the corre-
sponding breakdown is clearly visible in our data. Each point
in Fig. 7 represents the mean of five spectra recorded. The
temporal resolution was given by 5×60 s for data readout
from the CCD plus some seconds for data handling. There-
fore the temporal resolution is about 6 min, not sufficient to
resolve the dynamics of the single photolysis events in time.
The data point marked by an arrow was obtained by analyz-
ing the data shown in Fig. 5 and Fig. 6. The evaluation of
the data yields a 2σ precision of the CE-DOAS NO3 mea-
surement from 6.3 to 13 pptv at days without high aerosol
and high water values (see dotted line in Fig. 7). The 2σ
precision is represented by two times the fit error.
The good performance of our simple instrument is demon-
strated by comparing it to a reference instrument employing
a traditional long path DOAS using a white cell (Bossmeyer
et al., 2006) at NO3 mixing ratios from about 10 to 600 pptv.
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Figure 5. Recorded CE-DOAS spectra during the NO3 / N2O5 intercomparison campaign 3 
(transmitted intensity of the resonator). (a) I0 (lamp) spectra were recorded overnight by 4 
averaging 572 scaled spectra (dotted line). (b) During experiments five spectra were averaged 5 
(solid line). This absorption spectrum (I) shows the attenuation corresponding to 631 pptv 6 
NO3. 7 
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Fig. 5. Recorded CE-DOAS spectra during the NO3/N2O5 inter-
comparison campaign (transmitted intensity of the resonator).(a)
I0 (lamp) spectra were recorded overnight by averaging 572 scaled
spectra (dotted line).(b) During experiments five spectra were av-
eraged (solid line). This absorption spectrum (I ) shows the attenu-
ation corresponding to 631 pptv NO3.
The correlation between these two instruments was very high
with a correlation coefficientR = 0.98, a constant of propor-
tionality of 1.03±0.01 and no offset between the two instru-
ments at the experiment shown in Fig. 7.
The total measurement accuracy is estimated to be better
than 15%. This value is made up from the following contri-
butions: the geometrical light pathL0, which is determined
by fitting a simple exponential function to the ring-down sig-
nal. By doing so,L0 has an uncertainty of smaller than 3%.
Furthermore the effective absorption path lengthd0 is deter-
mined by the purge flow of each mirror. The fraction ofd
affected by the purge flow is 6 cm for each mirror with an un-
certainty of about 20% or 1.2 cm at each end. This gives an
uncertainty of 2.4 cm of the effective absorption path length
between the two mirrorsd0 which contributes about 5% to
the total uncertainty. The fitting uncertainty in the DOAS
evaluation is typically about 5%. Additionally, the uncer-
tainty of the absorption cross section of the species has to be
included in the absolute accuracy of the measurement. For
the data set used herein, this is about 10% for NO3 (Yokel-
son et al., 1994). The correction for the reduced light path
(cf. Eq. 11) contributes up to 3% additional uncertainty for
high concentrations of NO3 (>300 pptv). At low concentra-
tions (<50 pptv) this contribution is negligible in the context
of these measurements. The uncertainties sum up to a total
measurement uncertainty of about 13%. The detection limit
of the instrument is given by twice the fit error of the DOA-
SIS software. For experiments with low water vapor and
aerosol concentrations a detection limit of about 6–13 pptv
(300 s integration) is achieved.
www.atmos-chem-phys.net/10/3901/2010/ Atmos. Chem. Phys., 10, 3901–14, 2010
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Figure 6. CE-DOAS spectra of 631 pptv NO3 with traces of NO2, O3 and H2O. Panel (a) 2 
shows the measured spectrum smoothen with a low pass filter (solid line) and overlaid by the 3 
fit result (dotted line). Panel (d) shows the residual spectrum in the data region relevant for 4 
the fit. Panel (b) and (c) show the absorption cross sections from NO3 and NO2, respectively. 5 
Fig. 6. CE-DOAS spectra of 631 pptv NO3 with traces of NO2, O3
and H2O. (a) shows the measured pectrum smoothen with a low
pass filter (solid line) and ov rlaid by he fit result (dotted line).(d
shows the residual spectrum in the data regio relevant for the fit.
(b) and(c) show the absorption cross sections from NO3 and NO2,
respectively.
In the measurements presented here, we operated princi-
pally in mode (2) of the possible measurement principles de-
scribed in Sect. 3.2 (filtering of the analyte to achieve a direct
measure of the absorption without any scattering). In the lab-
oratory test case, we synthesized our analyte from gas bottles
and sampled it directly into the cavity. Thus no aerosol was
able to emerge. During the intercomparison campaign at the
SAPHIR chamber the cavity was mounted directly inside the
chamber and thus it was accessible to all species which were
filled into the chamber for the experiments. In this report, we
confined ourselves to the analysis of the data with extreme
low or at least low and constant aerosol concentrations. On
experiment days with moderate and high aerosol concentra-
tions special corrections have to be concerned in the analysis
which are described in detail in the corresponding theory pa-
per (Platt et al., 2009).
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Figure 7. Time series for NO3 concentration of one experiment day. Each point represents a 3 
concentration accessed by DOAS analysis. The grey line near the bottom of the plot denotes 4 
the 2 precision of the individual fit result. The data point marked by an arrow was obtained 5 
by analyzing the data shown in Fig. 5 and Fig. 6. The solid bars indicate periods were the roof 6 
was open and photolysis of NO3 occurred. 7 
 8 
9 
Fig. 7. Time series for NO3 concentration of one experiment day.
Each point represents a concentration acc ssed by DOAS analy is.
The grey line near the bottom of the plot denotes the 2σ precision
of the individual fit result. The data point marked by an arrow was
obtained by analyzing the data shown in Fig. 5 and Fig. 6. The solid
bars indicate periods were the roof was open and photolysis of NO3
occurred.
5 Conclusions
In Cavity Enhanced Differential Optical Absorption Spec-
troscopy (CE-DOAS) the incoherent radiation of a LED with
a relatively broad emission spectrum transmitted by an op-
tical stable cavity is dispersed with a monochromator and
detected by a CCD detector. In doing so, this method com-
bines the advantages of sensitivity and specificity of standard
non invasive in-situ Differential Optical Absorption Spec-
troscopy (DOAS) with the enhancement provided by the long
light path of an optical resonator. All this is obtained in a
very simple and compact setup. In contrast to common BB-
CEAS techniques, the CE-DOAS method is characterized
by its insensitivity to both intensity fluctuations of the light
source and the varying background of scattering aerosol. The
method employed here is distinguished from other cavity en-
hanced approaches by accounting for the reduction of the
light path by the trace gas absorption. This is essential since
cavity losses due to absorption by trace gases reduce the light
path length inside the cavity. Reduction of the light path by
aerosol extinction was neglected here since these concentra-
tion were extreme low or at least low and constant.
The LED light source covers a spectral range of
1λ≈23 nm centered at 665 nm, and therefore is applicable
for the detection of NO3 with a significant higher spatial res-
olution than in standard long-path DOAS systems. This can
be done without the need of thermal decomposition or titra-
tion of the analyte as it is necessary in single wavelength ap-
proaches. With total exposure times of 5×60 s (total acquisi-
tion time of 300 s), the concentration of NO3 was measured
Atmos. Chem. Phys., 10, 3901–3914, 2010 www.atmos-chem-phys.net/10/3901/2010/
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Figure 8. Absorption cross sections of BrO (red), IO (green), IOI (blue) and NO3 (dark grey) 2 
combined with the spectral regions of high reflective (R~0.9998) mirrors (light grey bars) and 3 
high luminosity LEDs (grey horizontal lines) available from stock. Data from UV-VIS 4 
Absorption Spectra of Gaseous Molecules and Radicals: 5 
http://www.atmosphere.mpg.de/enid/2295/, accessed: 2 November 2007. 6 
 7 
Fig. 8. Absorption cross sections of BrO (red), IO (green), IOI
(blue) and NO3 (dark grey) combined with the spectral regions of
high reflective (R ∼ 0.9998) mirrors (light grey bars) and high lumi-
nosity LEDs (grey horizont li s) available from stock. Data from
UV-VIS Absorption Spectra of Gaseous Mol cules and Radicals:
http://www.atmosphere.mpg.de/enid/2295/, accessed: 2 November
2007.
at part per trillion dilution with a statistical uncertainty of
±6.3 pptv and an rms noise of 10−9 cm−1 in the residual ex-
tinction spectrum.
The usability of cavity enhanced techniques is linked to the
availability of appropriate mirrors and light sources. Since
the coating techniques became state of the art technology in
the past years there is virtually no limitation by the avail-
ability of mirrors. The need for an appropriate light source
has to be considered in more detail but the market is rapidly
emerging. So, every species which was detected by DOAS is
a promising candidate to be considered for CE-DOAS. To
our knowledge there is a nearly continuous availability of
LED light sources from 245–700 nm. Only a small fraction
of them are availably with very high surface luminosity, but
since very long light paths are not needed in every case the
available light sources are probably sufficient.
Since atmospheric halogen chemistry (e.g. bromine-
explosion) is an interesting field of research, we propose a
three color CE-DOAS setup to simultaneously measure IO,
OIO and BrO in a single measurement. We plan to build a
triplex resonator with 340, 445 and 545 nm and to modify
our fitting routine in a way, that it includes all three spec-
tra in one fit. Figure 8 shows the absorption cross sections
of BrO (red), IO (green), IOI (blue) and NO3 (grey) com-
bined with the spectral regions of high reflective mirrors and
high luminosity LEDs available from stock. The expended
detection limit is in the range of the NO3 detection limit re-
ported in this manuscript since the absorption cross sections
of the molecules are in the same order of magnitude. LP-
DOAS measurements in the near UV have shown, that light
path>13 km are possible without significant limitations due
to Rayleigh- and Mie-Scattering (D. Hoch, Diplom thesis,
personal communication, 2009; Buxmann et al., 2009).
One of the key limitations of obtaining high temporal reso-
lution at sufficient signal to noise ratios is the amount of light
coupled stably in the cavity. Caused by the conservation of
radiance only a very small radiating area of the light source
can be imaged into the stable region of the resonator. For this
reason it is essential to choose a light source with high sur-
face radiance. Some LEDs have promising performance, but
they are outperformed by so called Superluminescent Light
Emitting Diodes (SLD). These modified laser diodes have
a broad (1λ≈10 nm) and nearly incoherent emission with
a much higher surface luminance than LEDs have. SLDs
share all advantages of conventional LEDs except their low
cost. Prices of SLDs are comparable to high quality diode
lasers. We started test measurements with a 660 nm SLD and
obtained first promising results. Upgrading our CE-DOAS
device with a SLD light source will be the scope of a future
publication.
Appendix A
Here we present a short derivation of Eq. (10). For further
explanation, please refer to Platt et al., 2009.
In the absence of any extinction in a cavity, half the ra-
diation contained will leave the resonator through mirror 1,
the other half through mirror 2, each fraction will have the
intensityI0:












whereρ0 includes the Rayleigh extinctionεR of pure air in
an effective mirror reflectivity
R0 = R−εRd0 or ρ0=1−R0=−R+εRd0=ρ+εRd0. (A3)





whereεB denotes all broadband extinctions except Rayleigh
scattering.







= n ·(1−T R) (A5)
WhereT is the transmissivity of the cavity,R is the reflectiv-
ity of the mirror andn is the number of light traverses through
the cavity.Iin(n) denotes the intensity inside the cavity after
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n reflections. Re-writingT = 1−τ , R = 1−ρ with τ , ρ  1
we obtain:
T R = (1−τ)(1−ρ) = 1−τ −ρ + τρ︸︷︷︸
≈0
≈ 1−τ −ρ (A6)
IntroducingT R from above in Eq. (A5), and replacingρ by






= n ·(1−T R) ≈ n ·(1−(1−τ −ρ0))
= n ·(τ +ρ0) (A7)
Note that according to Lambert-Beer’s lawτ can be written
as:
τ = σ · c̄ ·d0 (A8)
Wherec̄ is the average trace gas concentration in the cavity.
The average number of passes through the cavity results in
the decay of the initial intensity inside the cavityIin(0) to the






= lne = 1≈ n̄ ·(τ +ρ0) (A9)
With the average number of traverses of the photons through
the cavity and associated average length of the light path we











Note that in a high finesse resonator a rather weak absorber
is already sufficient to significantly reduce the effective light
path.
According to DOAS principles (Platt, 1994; Platt and
Stutz, 2008) the optical density according to the trace gas






= σ · c̄ ·d0 ·n = σ · c̄ ·L (A11)
WhereIin0(n) andIin(n) denote the intensity in the absence
and presence of the absorption band, respectively (see Fig. 2
of Platt et al., 2009). From Eq. (A11) the trace gas concentra-
tion inside the cavitȳc can be calculated once the absorption
cross sectionσ and the light pathL is known.
Further consequences of effect of a reduced light path due
to absorbers in the cavity are illustrated in the following. The
optical density seen by the detector through the second mir-



























The initial intensityIin(0) is a (non-zero) constant and can
be taken out of the integral in the numerator and denominator.



























This is the trace gas optical density (or simply the DOAS
signal) for a light path̄L.
Forρ0  τ the above Eq. (A13) yieldsDCE≈ ln(τ ) being
nearly constant. In other words, the trace gas optical density
DCE will only be weakly dependent on the extinction. For
ρ0  τ and constantρ0, DCE will be proportional toτ =
σ · c̄ ·d0.
In the following we present solutions for the problem of
determining the average length of the light pathL̄ in the pres-
ence of absorbers in the cavity. A correction will depend on
the mirror reflectivityR0 and the extinction in the cavity in-
cluding the extinction due to the trace gas optical density.
Since the true trace gas optical density is a priori unknown,
usually an iterative procedure has to be applied.
We have for the trace gas optical densityDCE:
DCE= σ · c̄ · L̄ (A14)
From the measuredDCE:




Combining Eqs. (A10) and (A15):
L̄ =
d0




or : σ · c̄ ·d0 = DCE
·(σ · c̄ ·d0+ρ0)c̄(σ ·d −DCE·σ ·d) = DCE·ρ0 (A16)

















Comparing the above expression with the equations forc̄, L̄0







(= path− length in pure air)
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U., Jones, R. L., Labazan, I., Langridge, J., Meinen, J., Platt,
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